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[57] ABSTRACT 

A “reagentless” chemiluminescent biosensor and method for 
the determination of hydrogen peroxide, ethanol and 
D-glucose in water. An aqueous stream is basified by passing 
it through a solid phase base bed. Luminol is then dissolved 
in the basified effluent at a controlled rate. Oxidation of the 
luminol is catalyzed by the target chemical to produce 
emitted light. The intensity of the emitted light is detected as 
a measure of the target chemical concentration in the aque- 
ous stream. The emitted light can be transmitted by a fiber 
optic bundle to a remote location from the aqueous stream 
for a remote reading of the target chemical concentration. 
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FIBER-OPTIC CHEMILUMINESCENT 
BIOSENSORS FOR MONITORING AQUEOUS 
ALCOHOLS AND OTHER WATER QUALITY 
PARAMETERS 

ORIGIN OF THE INVENTION 

The invention described herein was made in the perfor- 
mance of work under a NASA contract and is subject to the 
provisions of Section 305 of the National Aeronautics and 
Space Act of 1958, Public Law 85-568 (72 Sat. 435; 42 
U.S.C. 2457). 

SUMMARY OF THE INVENTION 

Fiber optic chemiluminescent biosensors embody a 
44 reagentiess” technology for quantitation of ethanol and 
other important water quality parameters with extremely low 
detection limits. Sensor operation is based upon the enzy- 
matic oxidation of ethanol (or other target species) to 
produce hydrogen peroxide, which then reacts with luminol 
to produce light. The light intensity is measured by a 
photomultiplier tube. The light emitting reactions are pro- 
moted using immobilized enzymes and solid state flow- 
through modules which contain the required reactants. The 
luminescent reactions are electrically catalyzed. 

The unit operations required for sensor operation include 
pH adjustment using solid phase flow-through modules, 
immobilized enzyme catalyzed oxidation of ethanol and 
glucose to hydrogen peroxide, controlled release of luminol 
using a solid phase flow-through module, electrocatalyzed 
luminescence using a potentiostat and gold electrodes, fiber 
optic transmission of chemiluminescent emissions, and 
quantification of light intensity using a photomultiplier tube. 

Calibration curves for ethanol, D-glucose. and hydrogen 
peroxide have been generated using fully integrated reagent- 
less test systems. See FIGS. 22-25. Using the immobilized 
enzyme alcohol oxidase, aqueous ethanol concentrations 
have been determined in the range between 0 and 4,000 pg/L 
(ppb) as carbon (C). Levels down to 40 pg/L (ppb) of ethanol 
have been detected. An order of magnitude improvement in 
sensitivity is possible. Using glucose oxidase, a calibration 
curve for D-glucose was developed over the concentration 
range between 0 and 100 mg/L (ppm). The enzyme cata- 
lyzed reaction rates for this system were found to be 
significantly slower than for the alcohol oxidase system. A 
calibration curve for H 2 0 2 was obtained between 0 and 
18,000 pg/L. Detection of H 2 0 2 is critical to the functioning 
of all of the fiber optic chemiluminescent biosensors. Using 
appropriate oxidase enzymes which catalyze the production 
of H 2 0 2 , the technique can be extended to provide selective 
and sensitive detection of other target species such as, for 
example, 1 ,2 -propanediol, ethylene glycol, glycolic acid, 
lactic acid and the like. 

The innovative technology' of this invention is useful in 
both flight water quality monitoring abroad spacecraft, and 
in on-line monitoring of ethanol and glucose for control of 
fermentation bioreactors in brewing, pharmaceutical, and 
other biotechnological applications. 

The Fiber Optic Chemiluminescent Biosensors of this 
invention provide an accurate, precise, sensitive, and reli- 
able means for the determination of ethanol and other 
important chemical species in, for example. Closed Loop 
Regenerative Life Support System aqueous streams. Opera- 
tion of the sensors is based upon the oxidation of the target 
compound (analyte), producing hydrogen peroxide (H 2 0 2 ), 
which then reacts with luminol (a luminophore) to produce 
light. The intensity of the light is directly proportional to the 


2 

concentration of the target compound. Advantages inherent 
to the technique are the potential for detection of extremely 
low levels, the stability of the devices used to measure light 
intensity (photomultiplier tubes), and the use of solid state 
5 modules for the controlled release of reagents. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 a is a block diagram of a detection scheme for 
hydrogen peroxide with a fiber optic chemiluminescent 
10 biosensor according to the present invention. 

FIG. lb is a block diagram of a detection scheme for 
ethanol with a fiber optic chemiluminescent biosensor 
according to the present invention. 

FIG. lc is a block diagram of a detection scheme for 
D-glucose with a fiber optic chemiluminescent biosensor 
according to the present invention. 

FIG. 2 is a schematic diagram of electrocatalyzed lumi- 
nescence according to the present invention. 

2 0 FIG. 3 a shows the chemical reactions involved in enzyme 
immobilization by silane linkage to controlled porosity glass 
(CPG). 

FIG. 3 b shows the chemical reactions involved in luminol 
immobilization by silane linkage to controlled porosity 
25 glass. 

FIG. 4 shows the chemical reactions involved in enzyme 
immobilization by titanium linkage to diatomaceous earth. 

FIG. 5 is a schematic illustration of an electrocatalyzed 
chemiluminescence detection system according to the 
30 present invention. 

FIG. 6 illustrates a base line zeroing differential amplifi- 
cation circuit used in the detection system of FIG. 5. 

FIG. 7 illustrates a polarity switching circuit used in the 
35 detection system of FIG. 5. 

FIG. 8 is an exploded view of a chemically catalyzed 
chemiluminescence detection cell according to the present 
invention. 

FIG. 9 is an exploded view of an electrocatalyzed chemi- 
40 luminescence (ECL) cell according to the present invention. 

FIG. 10 is a schematic diagram of a chemically catalyzed 
chemiluminescent sensor test stand for detecting hydrogen 
peroxide according to the present invention. 

FIG. 11 is a schematic diagram of an integrated ECL 
45 chemiluminescent sensor test stand for detecting hydrogen 
peroxide according to the present invention. 

FIG. 12 is a schematic diagram of an integrated fiber optic 
chemiluminescent sensor test stand for the detection of 
hydrogen peroxide according to the present invention. 

50 FIG. 13 Is a schematic diagram of an integrated ECL 
chemiluminescent sensor test stand for the detection of 
ethanol according to the present invention. 

FIG. 14 is a schematic diagram of an integrated ECL 
55 chemiluminescent sensor test stand for the detection of 
D-glucose according to the present invention. 

FIG. 15 graphically illustrates the dependence of effluent 
pH on the contact time for varied MgO particle size frac- 
tions. 

60 FIG. 16 graphically illustrates the ultraviolet- visible spec- 

trum of 4.0 mg/L aqueous luminol. 

FIG. 17 is a washout curve of luminol immobilized on 
CPG showing the effluent luminol concentration as a func- 
tion of deionized (DI) water throughput. 

65 FIG. 18 is a washout curve of a crystalline luminol 
module showing the effluent luminol concentration as a 
function of DI water throughput. 
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FIG. 19 is a graph of the chemically catalyzed H 2 0 2 
chemiluminescence for aqueous reagents plotting the differ- 
ential photomultiplier tube (PMT) current as a function of 
hydrogen peroxide concentration. 

FIG. 20 is a graph of the chemically catalyzed H 2 0 2 
chemiluminescence for solid reagent modules plotting the 
PMT response as a function of hydrogen peroxide concen- 
tration. 

FIG. 21 is a cyclic voltammogram for an ECL cell gold 
electrode used in the biosensor of the present invention. 

FIG. 22 is a hydrogen peroxide calibration curve for the 
integrated sensor system according to the present invention 
plotting hydrogen peroxide concentration as a function of 
PMT response. 

FIG. 23 is an ethanol calibration curve for the integrated 
sensor system according to the present invention plotting 
ethanol concentration as a function of PMT response. 

FIG. 24 is an ethanol calibration curve for the integrated 
sensor system according to the present invention plotting 
ethanol concentration as a function of PMT response over 
the ethanol concentration range from 0 to 250 pg/L. 

FIG. 25 is a D-glucose calibration curve for the integrated 
sensor system according to the present invention plotting 
D-glucose concentration as a function of PMT response. 

FIG. 26 is a hydrogen peroxide calibration curve for the 
integrated fiber optic sensor system plotting the hydrogen 
peroxide concentration as a function of the fiber optic 
coupled PMT response. 


flows into an Electrocatalyzed Luminescence (ECL) ceil. A 
controlled voltage across the anode and cathode catalyzes 
the oxidation of luminol by H 2 0 2 . Light is emitted as a 
by-product of the reaction. The light is detected and quan- 

5 tified by a photomultiplier tube (PMT). The intensity of the 
light emission is directly proportional to the H 2 0 2 concen- 
tration in the sample stream. The reaction of H 2 0 2 with 
luminol is summarized in equation (2): 

10 



nh 2 o 


DETAILED DESCRIPTION OF THE 
INVENTION 

For clarity and convenience, the invention is discussed 
below in the context of three exemplary target species: 
ethanol, glucose, and hydrogen peroxide. These compounds 
demonstrate the use of the present chemiluminescent sensors 
across a diverse range of applications. Ethanol is an 
extremely important aqueous contaminant because it is 
poorly removed by physicochemical processes such as mul- 
tifiltration and reverse osmosis, and consequently forms a 
significant fraction of the effluent total organic carbon 
(TOC) for these processes. Glucose is important from a 
biomedical standpoint. This simple sugar can play an impor- 
tant role as an essential carbon source for fermentation 
bioreactors, and as the product of biological processes for 
the decomposition of inedible plant biomass. H 2 0 2 can find 
application as a surface disinfectant, as a means for the 
control of microbial populations in plant growth nutrient 
delivery systems, and as an oxidant for the decomposition of 
solid wastes and aqueous organics . The detection schemes 
for each of these target species is illustrated in FIGS, lo-lc. 

The simplest of the three sensor systems is that for 
detecting H 2 0 2 . The H 2 0 2 containing aqueous stream flows 
through a solid phase basifi cation module where the pH is 
adjusted to 10 by the reaction of equation (1): 

MgO+H 2 O~->Mg^+20IT (l) 

The basified effluent flows into a bed of luminol crystals 
which slowly dissolve at a controlled rate. The solution then 


This simple detection scheme is extended to other target 
compounds through the use of immobilized enzymes. Etha- 
nol is detected using the enzyme alcohol oxidase. Alcohol 
oxidase catalyzes the reaction of ethanol with molecular 
oxygen to form acetaldehyde and H 2 0 2 . 


40 
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45 The H 2 0 2 formed in this way is then basified, mixed with 
luminol and quantified by chemiluminescence in the ECL 
cell, as with the H 2 0 2 sensor. Glucose is a six carbon sugar 
which, in aqueous solution, occurs in a hemiacetal pyranose 
ring structure. Glucopyranose occurs in two anomeric forms, 
50 termed a and (3, which differ as to the position of the hydroxl 
group at the number 1 carbon position. The two are inter- 
converted via the acyclic aldose intermediate as shown in 
equation (4). The two anomers occur in the ratio of 2:1, with 
the p anomer occurring in largest number. The glucose 
55 oxidase enzyme catalyzes the oxidation of p-D- 
glucopyranose to D-glucono-6-lactone by molecular oxygen 
as shown in equation (5). H 2 0 2 is also produced on a 1:1 
molar basis as a by-product of the reaction. 
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In the highly alkaline medium in which the reaction takes 
place, the hydrolytic disproportionation reaction of elemen- 
tal iodine is strongly shifted toward the formation of HOI. 

i 2 +H 2 o^Hoi+r+ir (it) 5 

The light emitted during the chemiluminescence reaction 
is detected and measured using a photomultiplier tube 
(PMT), By using an electrical potential across the ECL cell 
to catalyze the reaction of hydrogen peroxide with luminol. 10 
the reaction is confined spatially, since the excited meta- 
stable state of the reaction product has a short half-life. Light 
can be gathered efficiently by coupling the PMT directly to 
the ECL cell, or by using fiber optics as a waveguide to carry 
the light to a remotely located PMT. The 43 essential 15 
features of an ECL cell with integral PMT are illustrated in 
FIG. 2. 

The ECL apparatus comprises a three electrode electro- 
lytic cell. A potentiostat is used to maintain the desired 
potentials at the working (anode) and counter (cathode) 2 o 
electrodes versus a Ag/AgCi reference. In FIG. 2, an end-on 
PMT is optically coupled to the cell. In operation, chemi- 
luminescent light passes through a transparent face of the 
ECL cell and strikes the photocathode of the PMT. By the 
photoelectric effect, electrons are dislodged from the pho- 2 s 
tocathode and accelerated by a high voltage field toward the 
first PMT dynode. PMTs operate by dividing a high voltage 
in the range of 1,000-1,500 V across a series of 10-12 
dynodes. At each dynode, electrons collide with the surface 
and dislodge a greater number of electrons, which are 30 
accelerated toward the next dynode by the electric field. 
Each dynode multiples the number of electrons associated 
with the original light detection event. The numbers of 
electrons are thus amplified in a cascading effect from 
dynode to dynode. Overall PMT gains of 10 6 are typical. 35 
One photon detected results in a current of one million 
electrons. This feature gives the chemiluminescence biosen- 
sors extreme sensitivity. 

EXAMPLES 

Sensors for ethanol, glucose, and hydrogen peroxide were 
investigated. Sensors for each of these species were suc- 
cessfully demonstrated. Ethanol (as C) was detected in the 
concentration range 40-4,000 pg/L (ppb). Given the rela- 
tively crude system used in these examples, it is believed 
that a breadboard ethanol sensor can obtain detection limits 
in the range of 1-5 pg/L. 

Chemicals 

Alcohol oxidase (alcohol oxygen oxidoreductase, EC 
1.1.3. 13) was purchased from Provesta (Bartlesville, Okla.). 
Glucose oxidase (glucose oxygen oxidoreductase, EC 
1. 1.3.4), acetic acid, and ethylene diamine were purchased 
from Sigma (St Louis). Luminol (3-aminophthalhydrazide), 
3-aminopropyltriethoxysilane, D-glucose, glutaric dialde- 
hyde (glutaraldehyde), sodium tetraborate decahydrate, 
hydrochloric acid, dibasic sodium phosphate, monobasic 
potassium phosphate, sodium acetate, 30% aqueous hydro- 
gen peroxide, and ethanol were purchased from EM Science. 
Dimethyl sulfoxide and copper sulfate were purchased from 
VWR Scientific (Portland). 

Supports 

Celite Bio-Catalyst Carrier R-648 (diatomaceous earth) 
was purchased from Manville (Denver). Porosil C, con- 
trolled porosity glass (CPG) beads with 20-40 nm pore size 
and 5 (M00 m 2 /g surface area was purchased from Alltech 
(San Jose). 


Apparatus 

Spectra were acquired using a Hewlett-Packard 845 2 A 
diode array spectrophotometer. Electrode potentials were 
controlled using a Pine Instrument Company model AFRDE 
potentiostat. Light detection was achieved using a ten dyn- 
ode Hamamatsu R878 5.08 cm (2") diameter head-on type 
photomultiplier tube (PMT) with optimal spectral response 
at 420 nm, and a Nucleus TB-i photomultiplier tube base. 
High voltage was applied to the PMT using a Nucleus model 
575 scaler-ratemeter power supply. Conditioned PMT out- 
put was monitored using a Linear model 2030 chart recorder. 
In-line pH was determined using Cole Parmer 05992-64 
flow through pH electrodes. Flows were established using 
Masterflex model 7520-35 multichannel peristaltic pumps. 
Electrocatalyzed chemiluminescence cells were constructed 
using a Bioanalytical model 94332 gold mesh electrode, an 
Alfa model 14721 gold foil electrode, and a 

Microelectrodes model MI 402 Ag/AgCl reference micro- 
electrode. Polarity switching frequencies were synthesized 
using a Wavetek model 142 function generator. The fiber 
optic waveguide was constructed from Edmund Scientific 
model N3937 1 shielded glass fiber optic cable, consisting of 
50,000 strands. 

Example 1 

Silane Linkage to CPG 

Glucose oxidase and alcohol oxidase were immobilized 
on controlled porosity glass (CPG) beads as summarized in 
FIG. 3a. Five grams of CPG beads were placed in 250 mL 
of 0.05M acetate buffer (pH=5) prepared from acetic acid 
and sodium acetate. The solution was boiled on a stirred hot 
plate to remove gas and thoroughly wet the beads. Three mL 
of 3-aminopropyltriethoxysilane (APTES) were added when 
the solution had cooled to 90° C. The solution was stirred at 
this temperature for one hour. Under acidic conditions, the 
surface terminating oxygens on CPG are protonated. The 
hydroxyl groups reacted with APTES ethoxy groups, liber- 
ating ethanol, and forming sificon-oxygen-aminoalkylsilane 
linkages. The linked aminosilanes terminated in a free amine 
group. The reaction mixture was cooled and washed three 
times each with 50 mL portions of deionized (DI) water, 
ethanol, DI water, and phosphate buffer (pH=8.5) prepared 
from 0.05M solutions of dibasic sodium phosphate and 
monobasic potassium phosphate. 

The silanized CPG beads were then added to 20 mL of 
12% glutaraldehyde in phosphate buffer solution (pH=8.5) 
and stirred for 2 hours. The Schiff base reaction between one 
end of the dialdehyde and the free amino group of the 
silanized CPG formed an inline bond with an aldehyde 
terminus. At this stage, the CPG beads took on a reddish 
brown coloration. The beads were then rinsed three times 
each with 50 mL portions of phosphate buffer (pH=7.5) and 
DI water. 

Either 50 mg of glucose oxidase in acetate buffer (pH=4) 
or 1.2 mL of alcohol oxidase in a buffered sucrose solution 
(1200 EU) were combined with one gram of derivatized 
CPG beads. This combination was rolled in a glass jar for 96 
hours at room temperature, and then washed three times 
each with 50 mL portions of DI water and phosphate buffer 
(pH=7.5). This step completed the covalent linkage of the 
enzymes to CPG via another Schiff base reaction between 
free amino groups on the enzyme and the free aldehyde 
groups attached to the CPG beads. Immobilized enzymes 
were refrigerated in phosphate buffer solution at 4° C. until 
used. 


50 


55 


60 


65 
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Example 2 

Luminol Immobilization on CPG 

Luminol was immobilized on CPG in a similar manner to 
that outlined above in Example 1, using the free amino 
group attached to the number 3 carbon. Luminol was dis- 
solved in a 1:1 mixture of dimethyl sulfoxide and ethanol. A 
125 mL aliquot of the luminol solution was added to 5 gm 
of silanized CPG beads which had been previously silanized 
and reacted with glutaraldehyde as in Example 1. The 
reaction mixture was stirred at room temperature for 15 
hours. After completion of the reaction, the CPG beads were 
washed five times each with 100 mL portions of ethanol 
followed by DI water. The CPG immobilized luminol was 
stored in deionized water until used. As illustrated in FIG. 
3 bs luminol immobilized in this manner is released to the 
aqueous solution by slow hydrolysis reactions. 

Example 3 

Titanium Linkage to Diatomaceous Earth Support (DES) 
Glucose oxidase and alcohol oxidase were immobilized 
on DES as summarized in FIG. 4 . A 15% solution of 
titanium oxychloride (TiOCl 2 ) was prepared by slowly drop- 
ping titanium tetrachloride into a 10% hydrochloric acid 
solution maintained in an icebath at 5° C. This solution was 
refrigerated until used. A 40 g portion of R-648 DES was 
added to 100 mL of 15% TiOCl 2 solution. The solution was 
then evaporated to dryness under vacuum at 45° C. The HC1 
containing exhaust gases were trapped by a sodium bicar- 
bonate solution. This reaction formed a silicon-titanium 
bond and left two chlorines attached to the titanium. The 
dried activated support was washed four times with 100 mL 
portions of methanol, until the yellow residual color 
disappeared, and then dried overnight at room temperature. 

A 40 g portion of activated support was combined with 
100 mL of 5% ethylene diamine in carbon tetrachloride, and 
then heated in an oven at 45° C. for two hours. The DES was 
then washed twice each with 100 mL portions of methanol 
followed by DI water. In this reaction, the free amino groups 
of ethylene diamine formed Ti-N linkages to the surface 
bonded titanium and displaced the surface bonded chlorine. 
The second amine remained free for the subsequent Schiff 
base reaction. A 125 mL aliquot of 5% glutaraldehyde in 
phosphate buffer (pH=8.5) was added to the DES. The 
resulting suspension was rolled overnight. This reaction 
created a diazo linkage between between the DES surface 
and one of the free aldehyde groups from the dialdehyde. At 
this stage, coloration of the activated support turned a darker 
shade of brown. The DES was then washed five times with 
200 mL portions of DI water, and dried at room temperature. 

A 12,000 EU portion of phosphate buffered alcohol oxi- 
dase in sucrose solution (or 10,000 EU of glucose oxidase in 
an acetate buffer solution (pH=4) was added to 10 g of 
derivatized support in 20 mL of acetate buffer (pH=4). The 
mixtures were rolled for 96 hours at room temperature. A 
Schiff base reaction between free amino groups of the 
enzyme and the tethered aldehyde bound the enzymes 
covalently to the DES- The enzyme coated support was 
washed with DI water until the specific conductance of the 
wash solution was less than 1 pS/cm. The immobilized 
enzymes were stored in phosphate buffer (pH=7.5). 

Example 4 

Solid Phase Basification Beds 
Two solid phase basification (SPB) materials were exam- 
ined as candidates for the flow through pH conditioning bed. 
These were CaC0 3 and MgO. Due to the high pH required 
for efficient chemiluminescence (pH=10-ll), MgO was 
selected for use in the fiber optic chemiluminescence bio- 


10 

sensor due to its higher equilibrium pH response. The 
crystalline material was ground up and sieved, forming four 
groups of varying particle size (75-106, 150-300, 300-600. 
and 600-1000 pm). Samples representing each of these size 
5 distributions were then loaded into small columns with a 
total volume of 1.4 mL. DI water was pumped through the 
columns at varying flow rates. Effluent pH versus empty bed 
contact time was determined for each of these size ranges. 

Example 5 

Electronic Circuits 

An electrocatalyzed chemiluminescence detection system 
was constructed with the system electronics shown in FIG. 
5. The photomultiplier tube received a positive bias of 1.280 
l5 V from the high voltage power supply. The current through 
5 the PMT Base, which was proportional to light intensity, was 
input to the Baseline Zeroing Circuit in the form of a voltage 
drop across a 10 kQ 1% current sensing resistor. A baseline 
corrected voltage was then output to the strip chart recorder. 

The PMT base was modified to provide a low voltage 
output across an external current sensing resistor. In order to 
provide a signal that was proportional to small increases in 
current through the PMT base, a Baseline-Zeroing Circuit 
was designed and constructed as shown in FIG. 6. A high 
25 input impedance DC Differential amplifier, built using 
LM324N operational amplifiers and 10 kQ 1% resistors, was 
used to compare the signal to an adjustable offset voltage. 
The differential amplifier output was a voltage proportional 
to the difference between the input and the offset voltages. 
3o The offset voltage was supplied by a voltage divider network 
through a potential follower. A fifteen turn 20 left potenti- 
ometer allowed the operator to reduce the voltage output, 
corresponding to the PMT dark current, to less than 1 mV. 
The differential amplifier also provided an overall gain of 2. 
35 The chemiluminescent reaction was electrocatalyzed in 
the ECL cell by a potential of approximately 0.8V applied 
across a gold foil working electrode (anode) and a gold mesh 
counter electrode (cathode). Both voltages were maintained 
relative to a Ag/AgCl reference electrode by the potentiostat, 
^ Polarity switching of the electrodes was incorporated into 
ECL cell operation to prevent deterioration of performance 
due to formation of an oxide coating on the gold electrode 
surfaces. Under conditions of alternating polarity, each 
oxidation step was followed by a corresponding reduction. 
45 A polarity switcher circuit, driven by a function generator, 
was designed and constructed to provide this function. 

The Polarity Switcher circuit is shown schematically in 
FIG. 7. Control current for an electromechanical DPDT 
relay was switched through a 2n222 transistor by the regu- 
lated periodic square wave output of the function generator. 
The K1 and K2 voltages from the potentiostat were each 
connected to a separate relay switch common. The normally 
closed and normally opened relay switch outputs were wired 
to provide polarity switching as a consequence of the relay 
55 being periodically energized and de-energized. The variable 
3 frequency of polarity switching was determined by the 
frequency selected for the function generator square wave 
output This circuit was normally operated at frequencies 
less than 5 Hz. 

60 Example 6 

Chemically Catalyzed Chemiluminescence Cell 

Two separate chemiluminescent cells were designed and 
fabricated for chemically and electrically catalyzed oxida- 
tion of luminol respectively. 

65 The chemically catalyzed luminescence detection cell is 
shown schematically in FIG. 8. This cell was constructed 
using two polycarbonate circular plates 0.48 cm ( 3 /i6 H ) thick 
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and 5.08 cm (2") in diameter, separated by a silicone O-ring. 
The PMT was optically coupled to the surface of the front 
plate. The internal volume of the cell was approximately 500 
pL and the photoactive area was approximately 3 cm 2 . In 
operation, a flowing stream containing basified luminol and 
Cu +2 catalyst was combined with a separate target analyte 
containing stream at the inlet to the cell. Photons emitted 
from the solution were transmitted through the front plate of 
the cell and detected by the PMT. 

Example 7 

Electrocatalyzed Chemiluminescence Cell 

The ECL cell is shown schematically in FIG. 8. The ECL 
cell was also constructed from two 0.48 cm (yi6 w ) thick 
polycarbonate circular plates 5.08 cm (2") in diameter. 
Attached to the inside of the front plate was a 2.54 cm (1") 
square gold mesh electrode with a mesh density of 39 lines 
per cm, and a gold contact wire. The PMT was optically 
coupled to the external surface of the front plate. A 25 mm 
square of 1 mm thick gold foil electrode with gold contact 
wire was attached to the inside of the back plate. A 0.038 cm 
(0.015”) thick Teflon® gasket with a tortuous flow path was 
used as a spacer to separate the plates. The tortuous path 
configuration was found to improve overall performance by 
ensuring that air bubbles were not trapped within the cell. 
The ECL cell functioned by combining flowing streams of 
target analyte and basified luminol at the influent orifice and 
electrically catalyzing the luminol oxidation reaction within 
the cell. By maintaining a potential across the electrodes, 
photons were emitted from the flowing solution, some of 
which were transmitted through the gold mesh to the PMT. 

Example 8 

Integrated Chemically Catalyzed Chemiluminescent Bio- 
sensor Test Stand 

Preliminary experiments were conducted using chemi- 
cally catalyzed chemiluminescence detection of hydrogen 
peroxide. These experiments were performed using the test 
stand illustrated in FIG. 9. A peristaltic pump was used to 
feed the chemically catalyzed chemiluminescent cell with 
three flowing liquid streams. The alkaline luminol stream 
was prepared by sequential flow of DI water through a MgO 
bed, a solid phase luminol bed, and a second MgO bed. The 
catalyst stream consisted of a 0.024 mM copper sulfate in DI 
water. These two streams were combined to form the carrier 
stream. The third stream, the analyte stream, was mixed with 
the carrier stream immediately prior to entry into the chemi- 
luminescence detection cell. The analyte stream consisted 
variously of deionized water blanks and samples with dif- 
fering levels of hydrogen peroxide dissolved in deionized 
water. Flow ratios of 1:1 were used for the carrier and 
analytical streams. 

Example 9 

Integrated Electrically Catalyzed Chemiluminescent Bio- 
sensor Test Stand 

The integrated test stands fabricated for the electrically 
catalyzed detection of hydrogen peroxide, ethanol, and 
glucose differed slightly in their design and operation. FIG. 
10 illustrates the integrated test stand for hydrogen peroxide 
detection and quantification. Independently controlled peri- 
staltic pumps were used to establish earner stream and 
analyte stream delivery to the electrocatalyzed luminescent 
(ECL) cell. The carrier stream consisted of degassed deion- 
ized water which had passed sequentially through a 2.5 cm 3 
SPB bed, a 0.5 cm 3 crystallized luminol bed and a 5.0 cm 3 
SPB bed. The resultant carrier stream contained 50 mg/L 
luminol at pH 10.3, The analytical stream consisted of 
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varying levels of hydrogen peroxide in degassed deionized 
water. The carrier stream and the analytical stream were 
mixed inside the ECL cell. 

Samples were analyzed by operating the carrier and 
5 analyte pumps for ten minutes prior to application of poten- 
tial to the electrodes. After this equilibration period, a 0.8 
volt potential difference, relative to the Ag/AgCl reference 
electrode, was applied between the gold foil anode and the 
gold mesh cathode for a period of one minute. A voltage 
peak from the PMT circuit proportional to the H 2 0 2 con- 
centration in the analytical stream was measured relative to 
baseline. 

Example 10 

Remote PMT 

15 A test stand similar to that of Example 9 was constructed, 
except that light was transmitted from the ECL cell to a 
remotely located PMT via a four feet section of 50,000 
strand shielded fiber optic cable, as shown in FIG. 12. 

Examples 11 and 12 

20 Ethanol and Glucose Defection Test Stands 

Integrated test stands for the determination of ethanol and 
glucose were shown in FIGS. 12 and 13. respectively. These 
differed from the systems of Examples 8-10 by the addition 
of the appropriate immobilized enzyme bed in the flow path 
25 of the analytical stream, and in the use of a borosilicate glass 
flask to contain the sample solution, rather than a Tedlar bag. 
For the ethanol sensor system, a 1.2 cm 3 bed of alcohol 
oxidase immobilized on DES was used. For glucose, a 2.7 
cm 3 bed of glucose oxidase immobilized on CPG was used. 
The carrier to analytical stream flow ratios were 1:1, 1.5:1, 
30 and 11.7:1 for hydrogen peroxide, ethanol, and glucose 
determinations, respectively. 

Each of the unit operations required for fiber optic chemi- 
luminescent biosensor detection of hydrogen peroxide, 
ethanol, and glucose were investigated sequentially. These 
35 unit operations included: enzyme catalyzed substrate 
(ethanol and glucose) oxidation to produce H 2 0 2 , solid 
phase basification of the flowing aqueous stream to pH- 10, 
controlled release of luminol (the luminophore) into the 
aqueous stream, electrical catalysis of chemiluminescence, 
40 fiber optic light transmission of chemiluminescent 
emissions, and quantification of chemiluminescent light 
intensity. Enzyme immobilization procedures and H 2 0 2 
production rates for alcohol oxidase and glucose oxidase 
were investigated sufficiently to demonstrate production of 
45 H 2 0 2 proportional to influent ethanol and D-glucose levels, 
respectively. Solid phase basification beds containing MgO 
were sized to consistently produce a consistently alkaline 
effluent. Solid phase modules for the controlled release of 
luminophore were investigated. Beds consisting of luminol 
50 chemically immobilized on glass beads and beds of crys- 
talline luminol were studied. The latter required develop- 
ment of methods for luminol crystal growth. Preliminary 
investigations were conducted using chemically catalyzed 
chemiluminescence. Several designs for electrocatalyzed 
55 luminescence cells were evaluated. Operational electrode 
potentials and means for polarity switching required for 
stable detection and quantification of H 2 0 2 were studied. 
PMT high voltage bias and detection circuit requirements 
were evaluated. This was followed by fabrication and testing 
60 of fully integrated chemiluminescent sensor systems for 
ethanol, H 2 0 2 , and glucose. Utility of the sensor systems 
was ultimately demonstrated by the development of calibra- 
tion curves for H 2 0 2 , ethanol, and glucose. The utility of 
transmission of the chemiluminescence signal to a remotely 
65 located PMT via fiber optics was demonstrated by the 
development of a calibration curve for H 2 0 2 using this 
technique. 
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Prior to assembly and testing of the integrated hydrogen 
peroxide, glucose, and ethanol chemiluminescent 
biosensors, each unit operation required for sensor perfor- 
mance was refined to ensure successful operation. These unit 
operations included: 1) solid phase basification of DI water 
to provide an effluent pH in the range of 10-11, using 
crystalline media in a packed flow-through bed; 2) con- 
trolled dissolution of a sufficiently high concentration of 
luminol in basified DI water using a flow-through module; 
3) detection of luminescence; 4) electrocatalyzed chemilu- 
minescent oxidation of luminol by hydrogen peroxide; and 
5) enzyme catalyzed reaction of ethanol and glucose to 
produce hydrogen peroxide, using in-line beds of immobi- 
lized enzymes. Following the investigation and refinement 
of individual unit operations, the components were inte- 
grated into fully operational sensor systems for hydrogen 
peroxide, ethanol, and glucose detection and quantification. 
Feasibility of the innovative sensor concept was fully dem- 
onstrated through the development of calibration curves for 
each of the three analytes, and by demonstration of fiber 
optic transmission of sensor chemiluminescence to a 
remotely located PMT using a fiber optic waveguide. 

Example 13 
Operation of Basification Modules 

Solid phase basification (SPB) beds containing crystalline 
CaC0 3 and MgO were tested A 1.0 cm 3 bed of CaC0 3 
particles, sized between 100 and 1000 pm, was challenged 
with a 2.0 mL/min flow of DI water. This resulted in an 
effluent pH of 9.7. This unbuffered basic solution was then 
fed into a 0.5 cm 3 packed bed of crystalline luminol. The 
SPB-luminol combined effluent pH (flopped to -7, a value 
which is clearly too low for chemiluminescent reactions to 
proceed efficiently. By placing another CaC0 3 bed down- 
stream from the luminol bed, the combined effluent pH 
increased to 9.7. This pH value is marginal for efficient 
chemiluminescence. Increasing the CaC0 3 bed volume to 
10 cm 3 increased the empty bed contact time by a factor of 
ten, but had little impact on the effluent pH. Due to the high 
pH (10-11) required for efficient chemiluminescence, 
another SPB material was investigated. 

Previous experience has shown that SPB beds containing 
CaC0 3 are less basic than MgO by -0.5 pH units. For this 
reason, a series of 1.4 cm 3 MgO beds were prepared 
containing four different particle size fractions: 75-106, 
150-300, 300-600, and 600-1000 pm, respectively. Each 
MgO bed was then challenged with DI water at varied flow 
rates, corresponding to a range of empty bed contact times 
between 1-15 minutes. The results, shown in FIG. 15 , 
clearly indicated that effluent pH was directly proportional 
to contact time and inversely proportional to particle size. 
Based on these data, the 75-106 pm particle size fraction 
was selected for testing in series with a luminol bed at a flow 
rate of 2 mL/min. The resultant pH was -7.5 for the 2.5 cm 3 
MgO-0.5 cm 3 luminol configuration. When a second 5.0 
cm 3 MgO bed was placed downstream from the luminol bed. 
effluent pH increased to 10.3. This pH value was judged 
much better for promoting efficient luminol chemilumines- 
cence. As a result, the MgO bed was selected for use in the 
SPB module. 

Example 14 

Solid Phase Module for Controlled Release of Luminol 
The controlled release of luminol into the sample stream 
using an inline solid phase module greatly simplified the 
analytical process. The module must release enough luminol 
so that the quantitative chemiluminescent reactions can 
proceed over the desired concentration range for the target 


analyte. The module must also exhibit favorable stability 
and life characteristics so that near constant aqueous luminol 
levels can be sustained over prolonged periods of continuous 
flow. Two main approaches to achieving these results were 
5 taken, immobilization of luminol on CPG, and the use of 
packed beds of luminol crystals. 

Luminol was immobilized on CPG via a silane linkage 
which included two imine bonds, as described in Example 2. 
These imine bonds are subject to hydrolysis reactions which 
10 are capable of slowly releasing luminol into an aqueous 
medium. Luminol was quantified using UV absorbance at 
356 nm. A UV-visible absorbance spectrum for luminol in 
aqueous solution is shown in FIG. 16 . By determining 
aqueous luminol levels before and after immobilization, 
15 loadings of 19.3 mg per gram of CPG were obtained. A 1.5 
cm 3 bed was prepared and used to determine the relationship 
between aqueous luminol concentration and cumulative 
volumetric throughput (washout characteristics), at flow 
rates between 1-2 cm 3 /min. The results of this experiment 
20 are shown in FIG. 17 . Luminol immobilized in this manner 
exhibited both a short bed life and insufficient aqueous 
concentrations for use in the chemiluminescent biosensor 
application. 

25 Example 15 

Recrystallized Luminol 

Luminol is sparingly soluble in aqueous solutions, and for 
this reason is compatible with use in a solid phase module. 
Luminol is commercially available as a fine powder which 
3Q is not usable for an in-line module due to the inordinately 
high inlet pressures required to sustain flow. Crystalline 
luminol with a more favorable particle size distribution was 
obtained by recrystallization from the vapor phase inside a 
tube furnace. A 0.5 cm 3 bed of crystalline luminol was 
35 prepared and used to determine the washout characteristics 
of this material with a DI water influent at flow rates 
between 1.6-2.0 cm 3 /min. As shown in FIG. 18 higher 
effluent luminol concentrations were obtained than for the 
bed of luminol immobilized on CPG in Example 14. Also 
the symmetry of the washout curve indicates the potential 
for a much longer life than that seen for the immobilized 
luminol in Example 14. 

The same bed of crystalline luminol was subsequently 
challenged with the effluent from a SPB bed. The effluent 
luminol concentration ranged between 42-59 mg/L. The 
solubility of luminol is known to be strongly pH dependent 
The drop in pH from 10.3 to 7.5 after passage through the 
luminol bed indicates pH control of the dissolution process. 
Under continuous flow conditions, small variations in the 
pH of the water produced by the SPB bed produced only 
minor variations in aqueous luminol concentration even 
though the bed size was continually decreasing throughout 
the experiments. Evidently, the quantity of luminol that 
dissolves depends more on the influent pH than on the bed 
55 size (contact time). In the present application, the aqueous 
luminol concentration can be controlled by the pH adjust- 
ment of the SPB to produce a nearly constant level for 
prolonged periods of sustained flow. This behavior is ideal 
for application in reagentless chemiluminescent biosensors. 

60 Example 16 

Chemically Catalyzed Chemiluminescence Detection 

Chemically catalyzed chemiluminescence was first inves- 
tigated using prepared aqueous reagents. DI water was 
basified by passage through a SPB bed. Luminol dissolved 
65 in an ethanol-dimethyl sulfoxide mixture, and aqueous Cii ++ 
catalyst was added to the basified solution. Hydrogen per- 
oxide was also mixed with the luminol-catalyst solution just 
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prior to injection into the chemiluminescent chamber adja- 
cent to the PMT This ensured that the chemiluminescence 
was confined within a small volume in close proximity to the 
PMT. A calibration curve for H 2 0 2 in the concentration 
range between 0-30 mg/L obtained using this method is 5 
given in FIG. 19. 

This was followed by similar experiments using SPB and 
crystalline luminol beds, with aqueous Cu^ introduced into 
the basified luminol containing stream. The calibration 
curve for hydrogen peroxide over the concentration span 
between 0 and 600 mg/L generated using the solid phase 
modules is shown in FIG. 20. The substantial increase in the 
effective range for the solid phase reagent system over the 
liquid reagent system was most probably due to the 
increased pH of the solid phase system effluents. Differing 
amounts of Cu^ between the two systems might also have 
been responsible, since the formation of the insoluble 
hydroxide is favored at these high pHs. The chemically 
catalyzed luminescence experiments demonstrated the quan- 
titative utility of the chemiluminescent oxidation reaction 2Q 
between H 2 0 2 and luminol, and also confirmed the 
adequacy of the PMT and the optical coupling between the 
cell and the detector. The results of these experiments also 
prompted the development of baseline compensation and 
amplification circuitry for the PMT output so that much 25 
lower levels of the target analytes could be detected and 
quantified accurately. Rather than measuring the PMT pho- 
tocathode current in gAmps, subsequent experiments mea- 
sured amplifier output in the mV range. 

Example 17 30 

ECL Detection 

The first ECL experiment provided a greater than 30 fold 
improvement in the minimum detection limit of hydrogen 
peroxide over the previously used chemically catalyzed 
system. After three hours of operation, however, ECL sys- 35 
tem response decreased by a factor of approximately one 
third. Upon disassembly of the ECL cell, a discoloration of 
the foil electrode surface was noted. The formation of an 
oxide coating of the gold surface was suspected. The surface 
contamination was removed and the cell reassembled. 40 

Cyclic voltammetry (CV) was performed using the poten- 
tiostat and ECL cell electrodes to determine precisely the 
sign and magnitude of electrode potentials which resulted in 
oxidation and reduction of the gold electrodes. The CV 
experiments were also expected to indicate if other 
oxidation-reduction reactions were occurring during ECL 
determinations. The voltage sweep rate was set at 20 mv/s, 
with the gold foil as the working electrode, the gold mesh as 
the counter electrode, and the Ag/AgCl reference electrode. 
The CV trace illustrated in FIG. 21 shows symmetrical 
oxidation -reduction reactions at +0.45 V and +0.175 V, with 
peaks at higher and lower voltages representing the oxida- 
tion and reduction of water. 

These results indicated that the anode potential of -K).8 V 
applied to the foil was too high, promoting oxidation of the 
gold electrode. Continuous oxidation of the working elec- 
trode surface was judged responsible for degradation of the 
capacity of catalyze luminescence between luminol and 
hydrogen peroxide. A significant problem in the determina- 
tion of suitable non-oxidizing electrode potentials originates 
from the low conductivity of the supporting electrolyte in 
the chemiluminescent biosensor configuration. This results 
in a significant (but unknown) potential drop between the 
reference and working electrode(s). As a result, the optimal 
voltage could only be determined empirically using the ECL 
cell and reference electrode. This was accomplished, and in 
subsequent runs, the anode voltage was reduced to +0.6 V. 
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Periodic switching of electrode parity was initially con- 
sidered a more elegant solution to the gold oxidation prob- 
lem. This was attempted when ECL cell performance deg- 
radation was first observed and abandoned because of 
instability in the output signal. The switching interval used 
varied between 0.2 to 30 seconds. Potential of both the 
working and counter electrodes was controlled relative to 
the reference. The lack of success for this approach most 
probably lies in the asymmetry between the electrodes. 

During DC operation of the ECL cell, the PMT voltage 
reached its peak value within one minute of sample intro- 
duction. The primary delays in the detector response were 
due to the residence times within the solid phase beds and 
interconnecting tubing. Based upon these results it was 
concluded that continuous powering of the electrodes was 
not only unnecessary but also detrimental to long term 
sensor stability. Subsequently, the ECL electrodes were 
powered for one minute intervals at the end of which peak 
voltage was measured. 

The combined effects of the new timing format and the 
reduced anode potential resulted in an increase in the viable 
operation time periods of over eight hours with only a 10% 
decrease in sensor response. Although the overall stability 
was much improved using the new operating procedures, 
this level of degradation was still considered unacceptable. 
For this reason development of suitable electrode regenera- 
tion methods were undertaken. This resulted in the adoption 
of a new polarity switching strategy in which the system was 
operated normally for six to eight hours, powering the 
electrodes intermittently for one minute intervals to perform 
analyses. The operational period was followed by one hour 
of continuous reversed polarity which was found to fully 
return the ECL electrodes to their original performance 
level. The system was operated in this manner for approxi- 
mately 100 hours over a six week period with no discernible 
degradation in performance. Using this slow switching 
operational protocol, the ECL for the luminol-hydrogen 
peroxide reaction proved stable and reproducible. 

Example 18 

Immobilized Enzyme Beds 

Both alcohol oxidase (AO) and glucose oxidase (GO) 
were immobilized on CPG and diatomaceous earth supports 
(DES) as described in Examples 1-3. AO beds were assayed 
for enzyme activity by the disappearance of ethanol and the 
appearance of acetaldehyde as determined by gas chroma- 
tography. GO beds were screened for enzyme activity using 
the appearance of hydrogen peroxide as measured using the 
horseradish peroxidase-o-dianisidine spectrophotometric 
method. 

Assays of enzyme activities indicated that alcohol oxidase 
on DES and glucose oxidase on CPG catalyzed the highest 
rates of substrate conversion. AO on CPG displayed virtu- 
ally no activity over a wide range of contact times. This 
result was somewhat surprising considering that the silaniza- 
tion technique has been used to immobilize a broad variety 
of enzymes to CPG. It may be that the reaction kinetics are 
drastically slowed by the tortuose interconnection between 
pores in this high surface area support, since most of the 
bound enzyme is present on internal surfaces. Such a pore 
diffusion limitation could be overcome using smaller sized 
CPG beads. AO on DES provided near stoichiometric con- 
version of 15.8 mg/L ethanol to acetaldehyde in a 10 cm 3 
bed with a flow rate of 2 cm 3 /min. 

A 3 cm 3 bed of glucose oxidase on DES, challenged with 
a 6.4 mg/L D-glucose solution, showed no measurable 
activity at flow rates between 0.1 and 1.0 cm 3 /min. In 
contrast, a 2.7 cm 3 bed of GO on CPG produced 0.4 mg/L 
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of H 2 0 2 from 6.4 mg/L of D-glucose at a flow rate of 0.1 
cm 3 /min. This represented a H 2 0 2 production efficiency of 
33%. In comparison to AO. relatively low reaction rates 
were produced by immobilized GO. For this reason, the 
enzyme required relatively lower flow rates (increased con- 
tact time) to obtain an equivalent conversion efficiency. As 
a result, the flow ratios between the carrier stream and the 
analytical streams was very large at 11.7:1. The production 
of H 2 0 2 using glucose oxidase was further limited by the 
relatively high levels of contamination by another enzyme 
(catalase) which promotes the decomposition of hydrogen 
peroxide. Fortunately, applications for glucose sensors pre- 
dominantly require the quantitation of quite high levels. 

While the alcohol oxidase enzyme was found to exhibit 
high levels of activity on DES, the efficient production of 
hydrogen peroxide for detection in the ECL cell required 
additional work. When a sufficiently large bed of AO on 
DES was challenged with an ethanol solution, complete 
conversion occurred producing hydrogen peroxide and 
acetaldehyde. Unfortunately, H 2 0 2 is readily decomposed 
by transition metal impurities on the diatomaceous earth 
support. This resulted in poor recovery of the hydrogen 
peroxide from the immobilized enzyme bed. It was found 
that H 2 0 2 recovery could be improved dramatically when 
flow rates and bed sizes were adjusted to give a better match 
between challenge ethanol concentrations and enzymatic 
activity. For application in the integrated ethanol chemilu- 
minescent biosensor, a 1.2 cm 3 AO bed was used at a flow 
rate of 3 cm 3 /min, corresponding to a carrier stream to 
analytical stream flow ratio of 1.5:1. In this configuration a 
challenge stream containing 395 pg/L of ethanol produced 
33 pg/L of hydrogen peroxide. This corresponds to a H 2 0 2 
production efficiency of 11.3%. 

Examples 19-21 

Integrated Chemiluminescent Biosensor Tests 

The components required to perform each unit operation 
were assembled into three integrated systems for quantita- 
tion of hydrogen peroxide, glucose, and ethanol, respec- 
tively. The solid phase basification beds, crystalline luminol 
beds, ECL cell, and detection methodology were identical in 
the three systems. The chemiluminescent biosensor systems 
differed as to the operational flow rate and the immobilized 
enzyme used. 

The H 2 0 2 sensor response was determined over the 
concentration range between 33-16500 pg/L (ppb). The 
resulting data were used to construct the sensor calibration 
curve shown in FIG. 22. The lower limit of detection for 
H 2 0 2 is less than 33 pg/L (ppb), since the PMT output signal 
for this concentration was well above background. The 
H 2 0 2 sensor was challenged with three replicates each of 
standards containing 33, 330, 3300, and 16,650 pg/L (ppb), 
resulting in standard deviations (la) of 6.4, 73, 36.6, and 
200 pg/L (ppb) respectively. 

Aqueous ethanol solutions ranging in concentration 
between 40 and 41 14 pg/L (ppb) as C were determined using 
the integrated chemiluminescent ethanol biosensor. The 
resulting data were used to construct the smooth quadratic 
calibration curve over this range shown in FIG. 23. Because 
the ability to detect very low levels is an important feature 
of the ethanol biosensor system, an expanded scale version 
of this curve between 0 and 250 pg/L (ppb) is presented in 
FIG. 24. These data clearly demonstrate the sensitivity of 
this technique and the capacity to extend the lower limits of 
detection to even lower values with the current sensor 
configuration. The ethanol sensor was challenged with three 
replicates each of standards containing 40, 200, 410, and 
4,100 pg/L (ppb), resulting in standard deviations (la) of 
3.6, 17.0, 25.4, and 98.4 pg/L (ppb) respectively. 

Aqueous D-glucose solutions ranging in concentration 
between 1 and 100 mg/L (ppm) were analyzed using the 
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integrated chemiluminescent glucose biosensor. The result- 
ing data were used to construct the smooth quadratic cali- 
bration curve over this range shown in FIG. 25. The glucose 
sensor was challenged with three replicates each of stan- 
5 dards containing 1.0, 10, and 100 mg/L (ppm), resulting in 
standard deviations (la) of 0.2, 0.6, and 8.1 mg/L (ppm), 
respectively. In contrast to ethanol sensors which require 
extremely low limits of detection, potential applications for 
glucose sensors, such as on-line monitoring of fermentation 
bioreactors, require the determination of relatively high 
glucose levels. Thus, the glucose sensor preferably has an 
upper limit of accurate quantitation of 5,000 mg/L. 

Example 22 

Fiber Optic Transmission of Chemiluminescence 
15 To demonstrate the transmission of a chemiluminescent 
signal to a remotely located detector, a 1.2 meter length of 
a fiber optic bundle composed of 50,000 fibers was optically 
coupled at opposite ends to the PMT photocathode, and to a 
transparent face of the ECL cell. Tests were conducted using 
the integrated hydrogen peroxide chemiluminescent sensor 
0 system. Aqueous hydrogen peroxide solutions with concen- 
trations ranging between 033 and 33 mg/L were analyzed. 
The analytical results were used to construct the H 2 0 2 
calibration curve shown in FIG. 26. Using fiber optic 
transmission the PMT response was reduced by a factor of 
25 ~32 as compared to direct optical coupling of the PMT with 
the ECL. This reduction in signal intensity is clearly due to 
poorer collection efficiency and transmission losses associ- 
ated with the fiber optic cable. It is believed that the losses 
can be drastically reduced by using an ECL cell which 
30 maximizes light transmission into the cone of acceptance of 
the fiber optic bundle. 

Feasibility of the Fiber Optic Chemiluminescent Biosen- 
sor concept has been rigorously demonstrated. Calibration 
curves for ethanol, D-glucose, and hydrogen peroxide have 
35 been generated using fully integrated reagentless test sys- 
tems. Ethanol concentrations as low as 40 pg/L have been 
detected. The height of the signal above the baseline for this 
concentration suggests that even lower levels could be 
detected using the current relatively crude embodiment of 
the present invention. 

40 Detection limits are primarily determined by enzyme 
conversion efficiencies, dark current limitations, light 
leakage, detection circuitry, and background chemilumines- 
cence. 

Unit operations required for sensor operation have been 
45 developed sufficiently for demonstration of the principles of 
the present invention. These include pH adjustment using 
solid phase flow-through modules, immobilized enzyme 
catalyzed oxidation of ethanol and glucose to hydrogen 
peroxide, controlled release of luminol using a solid phase 
50 flow-through module, electrocatalyzed luminescence using 
a potentiostat and gold electrodes, fiber optic transmission of 
chemiluminescent emissions, and quantification of light 
intensity using a photomultiplier tube. 

Of the two solid phase basification materials studied, 
55 MgO was found superior for the current application. MgO 
beds were shown to consistently provide the pH adjustment 
required for the chemiluminescent reactions. Two enzyme 
immobilization procedures were examined. The titanium 
activation procedure using diatomaceous earth for support 
resulted in the best level of activity and stability for alcohol 
60 oxidase. Glucose oxidase, on the other hand, performed 
better when immobilized on controlled porosity glass using 
the silanization technique. Depletion rates for luminol 
immobilized on controlled porosity glass were too great for 
this means for addition of the luminophore to be practical. 
65 This problem was overcome by development of recrystalli- 
zation methods which allowed the use of packed beds of 
luminol crystals. The solid phase luminol beds were shown 
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capable of sustained controlled release of the luminophore at 
a sufficient concentration for the sensor systems to function 
over a broad span of target analyte concentrations. The ECL 
cell fabricated from transparent polycarbonate, and using a 
gold foil working electrode, and a gold mesh counter 
electrode, was found to effectively initiate the reaction, 
between iuminol and hydrogen peroxide at an applied poten- 
tial of 0.6 volts. The ECL cell design was also found to 
adequately confine the reaction spatially for efficient collec- 
tion of the light either directly by an optically coupled 
photomultiplier tube, or by transmission of the light through 
a fiber optic bundle to a remotely located photomultiplier 
tube. 

Current requirements for reclaimed potable water specify 
a maximum of 500 pg/L TOC. with a maximum of 100 pg/L 
TOC as uncharacterized TOC. Previous technologies such as 
aqueous phase catalytic oxidation systems (APCOS) are 
certainly capable of meeting the 500 pg/L limit, but may 
have difficulty with the 100 pg/L limit depending upon the 
magnitude and composition of the influent organics. The 
problem of uncharacterized TOC can be diminished by using 
a strategic selection of chemiluminescent biosensors to 
characterize methanol, ethanol, ethylene glycol, 1,2- 
propanediol, lactic acid, and glycolic acid concentrations in 
the product water. These results taken together with formic, 
acetic, and propionic acid concentrations, determined using 
a membrane separation and specific conductance detection 
methodology, can provide characterization of the vast major- 
ity of organic contaminants known to occur in significant 
concentrations. 

We claim: 

1. A chemiluminescent biosensor for determining the 
presence of a target chemical in an aqueous sample stream, 
comprising: 

a solid phase basification module for basifying the aque- 
ous sample stream, wherein the solid phase basification 
module comprises a bed of crystalline MgO particles; 

a solid phase Iuminol module for releasing Iuminol into 
the aqueous sample stream at a controlled rate, wherein 
the solid phase Iuminol module comprises a bed of 
crystalline Iuminol; 

a chemiluminescence cell for catalyzing reaction of the 
Iuminol and any hydrogen peroxide in the basified 
aqueous sample stream; 

a photomultiplier tube optically coupled to the chemilu- 
minescence cell for detecting and measuring light emit- 
ted from the chemiluminescence cell, wherein the light 
emission measurement is a function of the quantity of 
hydrogen peroxide in the basified aqueous sample 
stream. 

2. The biosensor of claim 1. further comprising an immo- 
bilized enzyme module for catalyzing oxidation of the target 
chemical in the aqueous sample stream to form hydrogen 
peroxide. 

3. The biosensor of claim 2, wherein the enzyme is 
immobilized on diatomaceous earth or controlled porosity 
glass. 

4. The biosensor of claim 2, wherein the enzyme is 
selected from glucose oxidase, alcohol oxidase, lactic acid 
oxidase, amino acid oxidase, glutamate oxidase, lysine 
oxidase, oxalate oxidase , polyphenol oxidase, cholesterol 
oxidase, xanthine oxidase, L-a-glycerol phosphate oxidase, 
choline oxidase, ascorbate oxidase, and sulfite oxidase. 

5. The biosensor of claim 1, further comprising: 

a carrier line for passing water in series through the 
basification and Iuminol modules to form a basified 
carrier stream containing Iuminol; and 

an analyte line for introducing the aqueous sample stream 
into the carrier stream to form a chemiluminescent 
mixture for feed to the chemiluminescence cell. 
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6. The biosensor of claim 5, further comprising an immo- 
bilized enzyme module in the analyte line for catalyzing 
oxidation of the target chemical to form hydrogen peroxide 
in the aqueous sample stream. 

5 7. The biosensor of claim 1. wherein the chemilumines- 

cence cell is chemically catalyzed by a supplemental oxi- 
dant. 

8. The biosensor of claim 1. wherein the chemilumines- 
cence cell is electrocatalyzed. 

9. The biosensor of claim 8, wherein the chemilumines- 

10 cence cell comprises an electrolytic cell including an anode, 

a cathode and a reference electrode. 

10. The biosensor of claim 9, wherein the chemilumines- 
cence cell includes a potentiostat for maintaining a desired 
potential between the anode and cathode relative to the 

is reference electrode. 

11. The biosensor of claim 10, wherein the chemilumi- 
nescence cell comprises front and back plates spaced apart 
by a gasket, a foil electrode adjacent the back plate and a 
mesh electrode adjacent the front plate, wherein the front 

20 plate is translucent and the photomultiplier tube is optically 
coupled to the front plate. 

12. The biosensor of claim 11. wherein the anode voltage 
is maintained below 0.8 volts and the chemiluminescence 
cell includes means for intermittently applying voltage to the 
electrodes for a period of time sufficient to reach a peak 

25 voltage in the photomultiplier tube, and a polarity switches 
for periodically reversing the polarity of the electrodes to 
regenerate the electrodes. 

13. The biosensor of claim 11, wherein the gasket defines 
a tortuous flow path between the electrodes from a fluid inlet 

30 to a fluid outlet. 

14. The biosensor of claim 11, further comprising a fiber 
optic cable having opposite ends optically coupled to the 
front plate of the chemiluminescence cell and the photomul- 
tiplier tube. 

35 15. A method for determining the presence of a target 

chemical in an aqueous sample stream, comprising the steps 
of: 

operating the chemiluminescent biosensor of claim 1 to 
measure the light emitted when the basified aqueous 

40 sample stream containing iuminol is fed to the chemi- 
luminescent cell; and 

comparing the measured light emission with a calibration 
curve to quantify the amount of the target chemical in 
the aqueous sample stream. 

45 16. A method for determining the presence of a target 

chemical in an aqueous sample stream, comprising the steps 
of: 

passing the aqueous sample stream in series through the 
immobilized enzyme module, solid phase basification 

so module, solid phase Iuminol module and chemilumi- 
nescence cell of the biosensor of claim 2, wherein the 
chemiluminescence cell is an electrolytic cell including 
an anode, a cathode and a reference electrode; 

applying a voltage across the anode and cathode; 

55 obtaining a measurement from the photomultiplier tube; 
and 

comparing the measurement from the photomultiplier 
tube with reference measurement obtained from a ref- 
erence stream containing a known amount of the target 

60 chemical to determine the amount of the target chemi- 
cal in the aqueous sample stream. 

17. The method of claim 16, wherein the enzyme is 
glucose oxidase and the target chemical is glucose. 

18. The method of claim 16. wherein the enzyme is 

65 alcohol oxidase and the target chemical is ethanol. 
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